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Abstract—The creation of optoelectronic devices and 

systems with the best metrological parameters that enable 

the operational analysis of basic physical and 

environmental parameters, and distant monitoring of the 

atmosphere and air infrared environmental control of 

vast forest spaces (for detection of fires in the early stages 

of their development) and pipelines of natural gas is a 

very important task. The present work is devoted to 

presenting the results of research and development work 

on the development and manufacturing of optical-

electronic instruments for environmental purposes to 

explore the basic physical and ecological parameters of 

the atmosphere, as well as monitoring forest spaces and 

main gas pipelines. 
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I. INTRODUCTION 

Currently sharply increased interest in environmental 

issues, which is primarily due to the ever-increasing 

contamination of the environment. 

According to the latest data on the study of atmospheric 

pollution in industrial developed countries [1-4], the main 

sources of pollution are industrial and energy facilities 

and transport, which accounted for over 80% of the total 

amount of pollution. The major components of air 

pollution are gaseous compounds of carbon, nitrogen and 

sulfur, as well as solid and liquid aerosol formation, 

which are of particular concern for the normal functioning 

of humans and other biological objects [5-6]. 

Significant contamination of air space and its devastating 

effects on human health, climate and vegetation is also 

due to macroscopic leaks (or sometimes emissions) of 

natural gas pipelines and extensive fires, particularly 

forest areas. 

Therefore, the creation of optoelectronic devices and 

systems with the best metrological parameters that enable 

the operational analysis of basic physical and 

environmental parameters, and distant monitoring of the 

atmosphere and air infrared environmental control of vast 

forest spaces (for detection of fires in the early stages of 

their development) and pipelines of natural gas is a very 

important task. 

The present work is devoted to presenting the results of 

research and development work on the development and 

manufacturing of optical-electronic instruments for 

environmental purposes to explore the basic physical and 

ecological parameters of the atmosphere, as well as 

monitoring forest spaces and main gas pipelines. 

 

II. OPTICAL-ELECTRONIC MEASURING 

SYSTEM FOR ATMOSPHERIC 

TRANSPARENCY 

Measuring complex called “The Field Optical-

meteorological post-Machine (FOMPA)” [7], designed 

for continuous measurement of meteorological optical 

range, or the extinction of the atmosphere in the 

wavelength range from 0.35 to 1.1 microns, and the 

automatic processing of the results of the spectral 

transparency of the atmosphere in the range of from 1 to 

14 microns. 

Complex “FOMPA” is composed of two units: Optical-

mechanical (OMU) and electronic control unit (ECU). 

Optical scheme OMU is shown in Figure 1. 

Optoelectronic device path is formed of three channels, 

measuring, controlling and of the background. Unlike 

remote (OMU) unit, which operates directly in the 

atmosphere, ECU and recording of the complex may be in 

the room or in the back of the auto laboratory for the 

distance control the operation of the equipment. 

When full-scale measurements in the atmosphere 

calculation of the attenuation of the atmosphere  it  and 

meteorological visibility range  iM tS  at any given time
 it  

in absolute units is based on measurements of the 

measuring signal  itU1 , background  itU 2  and control

 itU3  channels, according to the relations: 
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   iiM ttS 91.3
                        (2) 

on wave length m 55.0 . 

 

 
Figure 1. Optical Scheme of OMU Measurer of Spectral 

Transparency of the Atmosphere 

1-illuminating; 2-lamp ISSH-100-5; 3-parabolic mirror; 

4,15-cellular hood; 5,11-screen; 6.23-protective glass; 

7.13-iris aperture; 8-absorber of light; 9-mirror "Black"; 

10-control lens; 12-photometer; 14-flat mirror; 16.17-

mirror objectives; 18-round lens hood; 19-cylinder lens 

hood; 20-filter; 21-rotation axis; 22-aperture; 24-plane 

of  FEU; 25-working volume of device. 

 

A significant advantage of the above developed by us 

optical-electronic complex “FOMPA” compared to the 

currently operating (especially in the aviation services) 

similar devices [8] is the ability to provide for periodic 

monitoring sensitivity of apparatus in the time operating 

instructions manual and all measurements against the 

“black” mirrors which provides a high sensitivity 

reception system. 

 

III. THE METROLOGICAL CHARACTERISTICS 

OF EQUIPMENT “FOMPA” 

Metrological certification of equipment “FOMPA” 

conducted according to the specially developed program 

of metrological certification (AEL2.766.000PMA) [9]. 

When certification apparatus defined metrological 

characteristics indicated in Table 1. 

Experimental studies of the metrological characteristics of 

the equipment “FOMPA” held in the chamber for an 

optical calibration, the description of which is presented 

in [10]. The list of all products used in the certification of 

the equipment, with its precision classes presented in [9]. 

Certification shall be subject to the sensitivity of the 

equipment, “FOMPA” to the value of the attenuation 

coefficient of the atmosphere. It is determined by 

recording the electrical signal output apparatus for 

measuring the attenuation in a clean atmosphere. 

 

 

 

Table 1: Metrological Parameters of the Equipment 

“FOMPA” 

The Name of the 

Metrological Characteristics 

and Units of Measuring 

Nom. 

Values 

Permissible 

Declinations  

The sensitivity of 

instruments in the four 

wavelengths to the value of 

the attenuation coefficient of 

the atmosphere, [Km-1/mV] 

A1 (0.35) 

A2 (0.55) 

A3 (0.70) 

A4 (1.10) 

± 15% 

± 15% 

± 15% 

± 15% 

The ratio of the sensitivity of 

the equipment for 

measurements in clean air 

and carbon gas 

2.61 ± 0.03 

The rms value of relative 

error in the measurement of 

the instrument attenuation 

coefficient of the 

atmosphere, no more than 

 ± 15% 

 

Electrical output devices “FOMPA” is linearly related to 

the attenuation coefficient of the atmosphere and the 

dependence of )]([ fU  can be normalized as the 

main metrological characteristics of the equipment. 

The main metrological parameters in equation (1) are the 

sensitivity of the equipment A (0.55). 

The basic error of the measurement sensitivity of the 

outfit consists of errors of measuring circuits and errors in 

the determination of the coefficients. Additional hardware 

error associated with the impact of destabilizing factors 

such as changes in the ambient atmosphere, changing the 

supply voltage, vibration loads, etc. 

Chimneys control exposed the threshold sensitivity of A 

(0.55) of the device, which is the measurement error of ± 

15% (signal / noise ratio of 2.8). 

When the ambient temperature changes from 273 to 313 

K (00 to 400C) the additional error of the output signal 

does not exceed 20% of the basic error. 

 

IV. UNIVERSAL INFRARED SPECTRAL 

RADIOMETER “USR-A” 

For the purpose of spectral and radiometric studies of 

atmospheric and thermal objects parameters in the 

wavelength range from 0.4 to 14 microns, we have 

developed and manufactured a universal spectral 

radiometer “USR-A”, a detailed description and principle 

of operation is presented in [11,12]. 

“USR-A” is designed to measure the spectral density of 

the brightness and radiation temperature (or drops) of 

point and extended sources of infrared radiation in the 

laboratory and field conditions, as well as for remote 

spectral analysis of hot gas facilities. 
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Structurally spectroradiometer made up of two parts: 

optical-mechanical (OMU) and the electronic control unit 

(ECU). The electrical connection between the units is by 

means of cables. Full spectral range of the instrument is 

covered by three sets of interchangeable filters and photo 

detectors sub bands: from 0.4 to 1.1 microns from 2.5 to 

5.5 microns and from 8 to 14 microns. Optical scheme 

OMU is shown in Figure 2. 

An Electronic Control Unit Constructively Desktop 

Performance: all organs and display controls are located 

on the front of the ECU. We note some of the benefits we 

developed IR spectroradiometer "USR-A" as compared to 

the existing close analogues (see for example [13]). To 

extend the functionality of spectral studies of thermal 

objects, except for the broadband interference filters for 

spectral regions from 0.4 to 1.1, from 2.5 to 5.5 and from 

8 to 14 mm, the device is also provided with the ring 

tunable optical filters [14]. 

In order to eliminate chromatic aberrations in the optical 

system of the device includes two pairs (Fig. 2) Mirror 

projection lenses, in the focus of which are installed 

filters and photo detectors tipple. 

At the end of this section, we note that after some design 

improvements in the optical system spectroradiometer 

"USR-A" (adding the input deflecting mirror) in [20] 

described in detail the method of air environmental 

control of forest spaces and gas main pipelines. 

 
Figure 2. OMB Optical Scheme 

1-Primary mirror lens; 2-secondary mirror lens; 3-

radiation from the object; 4-retractable flat mirror; 5-

sight; 6-modulator; 7-bearing cavity; 8-field stop; 9,10-

projection lens; 11-disk interference filters; 12-sensitive 

area of the photo detector; 13-dewar of liquid nitrogen; 

14-visual tube. 

 

V. THE METROLOGICAL CHARACTERISTICS 

OF A UNIVERSAL SPECTRORADIOMETER 

"USR-A” 

Metrological certification was conducted in accordance 

with the universal spectroradiometer specially designed 

program of metrological certification 

(AEL2.807.007PMA, [15]). In metrological evaluation 

determined device characteristics shown in Table 2. In 

carrying out metrological certification spectroradiometer 

“USR-A” to apply the necessary instrumentation and 

equipment referred to in [15]. In the same paper the 

conditions and procedure for certification are presented. 

Measurements to determine the difference between the 

radiation temperature equivalents to noise NeqT .
, 

performed with the setup diagram of which is shown in 

[15]. Value of noise equivalent temperature difference

NeqT .
determined by the formula: 

T

N
Neq

K

U
T



 .

, was found to be 0.05 within ± 10%. 

To determine the basic error of measurement of radiation 

temperature difference Spectroradiometer, on the 

installation of certification established blackbody 

temperature in the range of 288 to 298 and in increments 

of 10 K, five times the output signals of the device 

checked. 

The standard deviation of the measurements was 

determined by the formula: )1(

)(
1
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Reduced error in the measurement of the difference 

between the spectroradiometer radiation temperatures was 

within ± 15%. 

 

Table 2: Metrological Parameters of the Equipment 

“USR-A” 

The Name of the 

Metrological 

Characteristics and 

Units of Measuring 

Nom. 

Values 

Permissible 

Declinations 
Comment 

Working spectral 

ranges, : 

I channel 

II channel 

III channel 

0.40-

1.1 

2.50-

5.50 

7.90-

13.5 

 

± 10% 

± 10% 

± 10% 

 

Provided 

with 

filters 

 

Field of view, mrad, 

no more than: 

I channel 

II channel 

III channel 

 

 

3 

3 

3 

 

 

± 10% 

± 10% 

± 10% 

 

The difference in 

noise-equivalent 

radiation 

temperatures, , 

K, no more than: 

II channel 

 

 

 

 

0.05 

0.05 

 

 

 

 

± 10% 

± 10% 
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III channel 

Summary reduced 

measurement error of 

the temperature 

difference between 

the radiation range of 

0.5 to 200 at the 

lever 293 ± 50 K, no 

more than: 

II channel 

III channel 

 

 

 

 

 

 

 

 

± 15% 

± 15% 

 

 

VI. MULTI-CHANNEL AEROSOL 

SPECTROMETER 

Developed multichannel aerosol spectrometer “Masnik-

A” [16], is the optical-electronic automatic device for 

measuring the concentration and size distribution of 

liquid and solid aerosol formations of natural and 

artificially origin in the laboratory and field conditions. 

Structurally, the spectrometer consists of two units: the 

electronic-optical sensor (EOS) and the unit of reference 

and control (URS), connected by a cable. 

The principle of the device is based on measuring the 

intensity of the radiation scattered by aerosol particles. 

Optical scheme of EOS is shown in Figure 3. 

The optical system of the illuminator and the photo 

detector (Figure 3) are used for the formation of the 

optical counting volume (item 11 in Fig. 3) of the sensor. 

It is a glowing cube with a discrete change in its size, 

which is achieved by replacing the field diaphragms, 

which are deposited on flat bonding surfaces of 

condensers. 

Prior to the actual measurements in the atmosphere of the 

optical calibration of the spectrometer is carried out 

according to standard polystyrene latex particles [17]. 

 

 
Figure 3. Optical Scheme of the Spectrometer "Masnik-A" 

1-illuminating; 2-spherical mirror; 3-lamp lighting; 4,9-

condenser with integrated field diaphragm; 5,7-

projection lenses; 6-photometer; 8-mirror flat; 10-

sensitive area of the photo detector; 11-space of work 

volume. 

 

At the end of this section should be noted that the 

advantage of the developed by us aerosol spectrometer, 

compared with the currently operating appliances similar 

to [18], is the ability to change (operation unit) orifice 

size field illuminator and a photometer which in turn 

leads to a change the geometric dimensions of the 

working volume (or countable volume, see Figure 3) of 

the device, which can significantly extend the range of the 

measured aerosol number concentration of particles from 

the surrounding area, as well as the design concept of the 

spectrometer "Masnik-A" in the two blocks, the operation 

of which ensures the safety of the service operator from 

possible harmful effects of ambient aerosol. 

 

VII. THE METROLOGICAL CHARACTERISTICS 

OF A MULTI-CHANNEL AEROSOL 

SPECTROMETER “MASNIK-A” 

Metrological certification of multi-channel aerosol 

spectrometer "Masnik-A" was carried out according to a 

specially developed program AEL2.851.002PMA [19]. 

For certification identified metrological characteristics of 

the instrument are presented in Table 3. 

 

Table 3 : Metrological Parameters of the Equipment 

“Masnik-A” 

The Name of the Metrological 

Characteristics and Units of Measuring 

Permissible 

Declinations  

The relative error in the reproducibility 

of the calibration of the instrument at 

the reference desk of monodisperse 

aerosol particles, no more than 

± 15% 

The relative error in the measurement 

aerosol particles sizes in the range from 

0.4 to 40 , no more than 

± 20% 

                                                                           

A list of all assets, conditions and procedures, as well as a 

description of the measuring system for calibration 

certification set forth in [19]. 

The relative error in the reproducibility of the calibration 

of the instrument is determined by the formula: 

%100
0

0 



d

ddu
g

                   (10) 

where d0 - nominal size of aerosol particles used 

reference, du - measured values of particles in micron. 

The deviation of the reproducibility of the calibration of 

the instrument was within ± 15%. 

To assess the relative accuracy of measurement of 

dimensions of the aerosol particles, all operations were 

carried out as set out in [19] and a particle size of 0.5 

microns. 
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According to the formula (3) is defined relative error of 

measuring the size of aerosol particles, which proved to 

be within ± 20%. 

When the ambient temperature changes from -40 to 400 C 

additional error measure the size of aerosol particles does 

not exceed 20% of the relative error of measurement. 

It should be noted that the above optical-electronic 

systems, we designed three patents for inventions. 

 

VIII. CONCLUSION 

The developed optical-electronic systems offer the 

possibility of remote sensing of physical and 

environmental parameters of the atmosphere and IR 

sources, as well as the aerosol component in the 

environment. 

The experimental results of the metrological 

characteristics developed devices confirm the high 

accuracy of the measurements. 

The developed method of infrared air monitoring can be 

widely used for remote environmental monitoring forest 

spaces and natural gas main pipelines. 

Mobile version of the complex created instruments can be 

used successfully for the rapid assessment of physical and 

ecological state of the atmosphere, as well as for the 

distant researches of thermal objects. 
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